CERTIFICATE

Attestation of Conformity

Name and Address of Certificate Holder:
Qingdao Antech Scientific Co., Lid. Cettificate Number:
No. 182 Haier Road, Laoshan District, Qingdao, 266100, China CE-837-01-260422

Name and Address of Manufacturer:
Qingdao Antech Scientific Co., Ltd. Date of Issue:
No. 182 Haier Road, Laoshan District, Qingdao, 266100, China 26.04.2022

Brand:
N/A Expiration Date:
26,04.2027

Product Name:
Liquid Nitrogen Container Test Report Number:
ANTECH-2022A0]1

Model No:
CryoMaijor 2/30 (Also see Annex ) Page:
1 of 3

Test Required:
EN ISO 12100:2010

The product meets the technical requirement of the above standards as mentioned in the
reference test reports and hence fulfils the technical requirements of the following directives.

2006/42/EC Machinery Directive

This certificate is only valid for the equipment and configuration described, in conjunction with the test data detailed
above reference test reports and with compliance with the above requested applicable legal requirements for the
product.

The CE Mark as shown alongside can be used, under the responsibility of the manufacturer or the
importer, after completion of an EC Declaration of Conformity and compliance with all relevant EC
Directives.
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CryoMaijor 2/30, CryoMaijor 2/35, CryoMajor 3/50,
CryoMajor 6/50, CryoMajor 10/50, CryoMajor 10/80,
CryoMajor 10/125, CryoMaijor 13/50, CryoMaijor 13/50L,
CryoMajor 15/50, CryoMaijor 15/125, CryoMajor 20/50,
CryoMaijor 20/50L, CryoMajor 20/80, CryoMajor 20/80L,
CryoMajor 25/50, CryoMajor 25/50L, Cryomaijor 25/80, Certificate Number:
Cryomaijor 25/80L, CryoMaijor 30/50, CryoMajor 30/50L, CE-837-01-260422
CryoMaijor 30/80, CryoMaijor 30/80L, CryoMaijor 30/125,
CryoMaijor 30/125L, CryoMaijor 35/50, CryoMajor 35/50L,
CryoMajor 35/80, CryoMajor 35/80L, CryoMajor 35/125, Date of Issue:
CryoMaijor 35/125L, CryoMajor 35/125T, CryoMajor 47/127, 926.04.2022
CryoMajor 47/127L, CryoMajor 47/127T, CryoMajor 47/216,
CryoMajor 20B/50, CryoMajor 30B/50, CryoMajor 35B/50,
CryoMajor 35B/50L, CryoMajor 35B/80, CryoMajor 35B/80L,
CryoMaijor 35B/125, CryoMajor 35B/125L, CryoMajor Expiration Date:
50B/50, CryoMajor 50B/50L, CryoMaijor 50B/80, CryoMajor 26.04.2027
50B/80L, CryoMajor 50B/125, CryoMajor 50B/125L,
CyroMajor 20B, CryoMaijor 30B, CryoMajor 358, CryoMajor
50B, CryoTrans 3, CryoTrans 6, CryoTrans 10, CryoTrans 20, Test Report Number:
CryoTrans 30, CryoTrans 35, CryoTrans 35B/80, Cryolrans ANTECH-2022A0]
35B/125, CryoTrans 50, CryoTrans 50B/125, CryoMaster 100,
CryoMaster 600, CryoMaster 750, CryoMaster 200,
CryoMaster 2400, CryoMaster 3000, CryoMaster 3600,
CryoMaster 4800, CryoMaster 6000, CryoCairrier 2, CryoCar Page:
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The product meets the technical requirement of the above standards as mentioned in the
reference test reports and hence fulfils the technical requirements of the following direcfives.

2006/42/EC Machinery Directive

This certificate is only valid for the equipment and configuration described, in conjuncfion with the test data defailed
above reference test reports and with compliance with the above requested applicable legal requirements for the
product.

The CE Mark as shown alongside can be used, under the responsibility of the manufaciurer or the
importer, after completion of an EC Declaration of Conformity and compliance with all relevant EC
Directives.
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rier 3, CryoCarrier 3L, CryoCarrier 4, CryoCarrier 4R,

CryoCairrier é, CryoCarrier 8, CryoCarrier 10, CryoCarrier

10L, CryoCarrier 10R, CryoCarrier 15R, CryoCarrier 25L,

CryoCarrier 25R, CryoCenter 30, CryoCenter 50,

CryoCenter 100, CryoCenter 100E, CryoCenter 1008,

CryoCenter 200, CryoCenter 200E, CryoCenter 2008, Certificate Number:
CryoCenter 240, CryoCenter 240E, CryoCenter 2408, CE-837-01-260422
CryoCenter 300, CryoCenter 300E, CryoCenter 3008,

CryoCenter 500, CryoCenter S00E, CryoCenter 50035

Date of Issue;
26.04.2022

Expiration Date:
26.04.2027

Test Report Number:
ANTECH-2022A01

Page:
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The product meets the technical requirement of the above standards as mentioned in the
reference test reports and hence fulfils the technical requirements of the following directives.

2006/42/EC Machinery Directive

This certificate is only valid for the equipment and configuration described, in conjunction with the fest data detailed
above reference test reports and with compliance with the above requested applicable legal requirements for the
product.

The CE Mark as shown alongside can be used, under the responsibility of the manufacturer or the
importer, after completion of an EC Declaration of Conformity and compliance with all relevant EC
Directives.
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